
     CLEANING INSTRUCTIONS CARRY BAG LAYOUT GUIDE 
 

Cleaning Safety: 
Minimum Personal protective equipment that should be  
worn when undertaking chemical disinfection are rubber  
gloves, safety glasses, mask, coat. 
 
Emergency Procedure: 
In case of exposure to eyes or skin, flush the area for  
15 to 20 minutes with running water. 
 
Cleaning Chemical: 
1% liquid bleach (Sodium Hypochlorite) is recommended 
to disinfect the bags inside and out. This concentration is 
suitable to disinfect biological waste containing blood,  
proteins and lipids. 
Household bleach is 5-6% sodium hypochlorite, therefore  
a 1:5 (v/v) dilution of bleach is appropriate. 
Contact time: 1 minute (surface must remain moist with  
solution for 1 minute) 
  
Cleaning Instructions: 
Soil removal: First remove any particulate soil from the  
bag using a brush or cloth and soapy water as  
required. 
Dilute bleach to 1% as above. 
Dampen cloth with solution and wipe over all affected  
surface’s – leave on surface for at least 1minute. 
Wipe off solution with a clean wet cloth.  
Leave open to dry. 

 
 

Air Valve must be closed before cleaning to prevent water 
entering the internal compartment of the Vacuum Splint. 

 

 
APPLICATION OF THE NEANN VACUUM SPLINTS 

 
 

Step 1 
 

Provide pain relief. 

Irrigate open wounds & cover. 

Re-align limb unless contra-indicated. 
 
 
 

Step 2 
 

Assesses neurovascular function below 
the level of injury including pulse, 
warmth, colour, sensation, movement. 

 
 

 
Step 3 

 

Place splint next to patient with blue 
surface facing upwards and ensure 
beads are evenly spread throughout 
splint. 

 
 
 

Step 4 
 

Apply velcro straps starting at the 
proximal strap and progressively 
moving down the limb. 

WARNING 
READ FULL MANUAL BEFORE USE 

Step 5 
 

Close the air valve, attach the suction 
pump to the air valve, hold the beads 
firmly against the patient’s limb, and 
evacuate the air until Splint is rigid, then 
disconnect the pump. 

Failure to hold the beads against the 
limb will result in inadequate support 
and immobilisation of the splint. 

 

Step 6 
 

Once the air is fully evacuated from the 
splint, the splint may have loosen 
reducing immobilisation. Re-secure the 
velcro straps to ensure the splint is 
comfortable and supportive on the limb. 

 
 

Step 7 
 

Recheck the neurovascular observations 
of the distal limb reviewing pulse, warmth, 
colour, sensation & movement to ensure 
the splint has not compromised the limb. 

Consider applying an ice pack the injury 
sight and raising the limb to further 
reduce swelling and pain. 

Cleaning & Storage 
Instructions 

Application 
Instructions 

Leg Splint 

Arm Splint 

Suction Unit Adapter 

Hand Pump 

WARNING: 
Ensure valves on Vacuum Splints are left open during storage. 

OVERALL WEIGHT FULLY STOCKED IS 2.7 


